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Abstract—Silicon photomultipliers can be used to infer the 
depth-of-interaction (DOI) in scintillator crystals. DOI can help 
to improve the quality of the positron emission tomography 
images affected by the parallax error. This paper contemplates 
the computation of DOI based on the standard deviation of the 
light distribution. The simulations have been carried out by 
GAMOS. The design of the proposed digital silicon photo-
multiplier (d-SiPM) with focal plane detection of the center of 
mass position and dispersion of the scintillation light is presented. 
The d-SiPM shares the same off-chip time-to-digital converter 
such that each pixel can be individually connected to it. A 
miniature d-SiPM 8×8 single-photon avalanche-diode (SPAD) 
array has been fabricated as a proof of concept. The SPADs 
along each row and column are connected through an OR 
combination technique. It has 256×256µm2 without peripherals 
circuits and pads. The fill factor is about 11%. The average dark 
count rate of the mini d-SiPM is of 240kHz. The average photon 
detection efficiency is 5% at 480nm wavelength, room 
temperature and 0.9V excess voltage. The dynamic range is of 
96dB. The sensor array features a time resolution of 212ps. The 
photon-timing SNR is 81dB. The focal plane statistics of the light-
spot has been proved as well by measurements. 
 
Index Terms— single photon avalanche diode (SPAD), digital 
silicon photomultiplier (d-SiPM), time-of-flight (ToF), focal-plane 
processing, scintillation light spot dispersion  
I. INTRODUCTION 
HE integration of Single-Photon Avalanche-Diodes 
(SPADs) in standard CMOS technologies gives rise to 
more compact, accurate and cost effective implementations of 
Silicon Photo-Multipliers (SiPMs). This kind of sensors is 
constantly improving becoming a reliable alternative to 
Photomultipliers Tubes (PMTs) [1]. SiPMs are employed for 
high-energy photons detection in nuclear imaging such as 
Positron Emission Tomography (PET) [2], [3]. It is aimed for 
both diagnosis and treatment by performing a functional 
visualization of the subject. Combined with Computer 
Tomography (CT) and Magnetic Resonance Imaging (MRI), 
PET is a very powerful technology to detect the early stage of 
certain diseases [4]. 
A PET scanner is built by an array of scintillation detectors 
surrounding the imaging volume (Fig. 1). The radioisotope in 
the tissue sample undergoes beta decay, emitting positrons that 
annihilate as soon as they come across an electron. The 
annihilation is followed by two 511keV γ-rays which are 
generated in almost opposite direction, giving rise to the so 
called Line-of-Response (LOR) [5]. Further, each high energy 
γ-ray interacts with the scintillator generating photons in the 
visible range which will be detected by the SiPM. 
The simplest way to build a SiPM is to add the avalanche 
currents of different SPADs. The result is a so called analog-
SiPM (a-SiPM) [6], [7], [8] and [9] in which case the 
magnitude of the total current is quantized by the number of 
activated unit detectors. Events that are triggered 
simultaneously are also counted. When talking about standard 
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Fig. 1 Cross section of the PET scanner; LOR associated to Ai is misplaced 
due to parallax error  
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CMOS process, it is not feasible to build large arrays because 
the total current becomes too large to be handled by the metal 
tracks. This is why, usually, a-SiPMs are built in dedicated 
technologies, e.g. Metal-Resistor-Semiconductor (MRS). 
Moreover this type of SiPMs has a large parasitic capacitance 
on the signal path and they are susceptible to electronic noise, 
capacitive coupling of the digital part switching in the analog 
front-end. 
The alternative to the a-SiPM is the digital-SiPM (d-SiPM). 
They are built by using OR/XOR pulse combining techniques 
[10], [11], [12]. Such devices feature a temperature 
dependence which is more than one order of magnitude 
smaller than a-SiPMs [13]. This happens because a-SiPMs 
rely on the gain of the individual photo-diodes which is 
strongly dependent on the temperature. One drawback of d-
SiPMs with respect to a-SiPMs is that simultaneous events are 
masked, leading to what is known as pile up. Moreover pulse 
compression is required to enhance the bandwidth of a d-
SiPM. 
The latest achievements in PET detectors combine spatio-
temporal compression of SPAD pulses for increased fill-factor 
[14], per-pixel time-stamping and top-level monitoring of the 
photon flux for efficient scintillation detection. The whole 
detector consists of 8×16 pixels. Each pixel has 570×610µm2 
and contains four mini-SiPMs for a total of 720 SPADs [15].  
SiPMs are also good option for PET/MRI systems [16]. The 
actual challenge is to build larger SiPMs with higher Photon 
Detection Efficiency (PDE) and lower Dark Count Rate 
(DCR). Large area SiPMs has been designed for PET [6]. Two 
different types of monolithic arrays were characterized 
focusing on the uniformity of dark currents, overvoltage and 
gain. The overall size of the first array is 7.9×8.1mm2. It is 
built by 16 modules. Each one of them contains 2×2 
monolithic SiPMs arrays. Each SiPM has 3080 SPADs of a 
total area of 4×4mm2. The second SiPM array has a total area 
of 1.3×1.3cm2. It is built by 8×8 modules of 1.5×1.5mm2 pitch 
and 50×50µm2 cell size.  
The design of high energy detectors is very challenging 
considering the overwhelming amount of noise. The collection 
of random scintillation events is considerably reduced by 
applying narrow coincidence time gating. The scattered 
coincidences in 3D scanners represent about 30-40%. They 
can be mitigated by employing high energy resolution 
detectors. By applying these techniques, the images contrast is 
improved without significant loss of scanner sensitivity [17]. 
True coincidences are generated by single annihilation 
points (Fig. 1–Ai and Ak). Whenever the γ-ray impacts the 
scintillator from an oblique angle gives rise to a parallax 
error. It means that the LOR is misplaced (Fig. 1–dashed 
line). Depending on the scintillator’s density and thickness, 
visible photons are generated at a different position in the Z 
direction known as Depth of Interaction (DOI) (Fig. 1–bottom 
inset). It has been an important research line in PET imaging 
in the last years [17], [18], [19], [20] and [21]. Pixelated 
crystals can help reducing these errors, but they are usually 
much more expensive than single crystals. 
Another limitation that affects spatial resolution of the 
scanner is the uncertainty along the LOR.  In principle, all the 
positions along the LOR can be the possible origin of the pair 
of γ-rays with equal probability. Time-of-Flight (ToF) 
estimation permits assigning different probabilities, with a 
distribution centered in the most probable origin. In this way, 
ToF improves the overall SNR of the reconstructed image. 
Notice that in this case the uncertainty level is given by the 
time resolution. The improvement is often described in terms 
of effective gain in the sensitivity of the scanner [22].  
The contribution of this paper concentrates on the 
calculation of DOI based on the features of the Point Spread 
Function (PSF) of the visible light impinging the detector’s 
surface [23]. The innovative detector is a d-SiPM with focal 
plane statistics of the light distribution. The effectiveness of 
this approach has been proved by simulation results using 
GAMOS [24]. ToF measurements could be employed to 
estimate the annihilation point along LOR by computing the 
difference in arrival times of the opposite scintillation photons. 
A miniature d-SiPM (mini d-SiPM) has been fabricated in 
UMC 0.18μm CMOS technology. The electrical and optical 
characterization is reported. The scalability and challenges 
encountered to build larger d-SiPMs are discussed as well.    
The paper is organized as follows. Section II explains the 
PET setup that has been simulated using GAMOS. According 
to the simulation results, the DOI depends on the peak and the 
spreading of the scintillation light distributed over the surface 
of the sensor. Moreover the γ-ray’s absorption point is related 
to the displacement of the distribution along the XY-plane. 
Section III describes the operation and design of the mini d-
SiPM. Section IV concentrates on the challenges to design a 
SPAD for the proposed d-SiPM. Parameters as DCR, PDE, 
output pulse width, Dynamic Range (DR), time resolution and 
SNR are taken into account. Alternative methods to measure 
the DCR are analytically explained. The computation of the 
pixel time resolution and its impact on the reduction of the 
uncertainty along a LOR is discussed as well. Section V is 
dedicated to the characterization of the mini d-SiPM. The 
focal plane extraction of the light spot distribution is 
experimentally proved as a proof of concept. Section VI draws 
the conclusions and points out the future work.  
II. DOI COMPUTATION USING LIGHT-SPOT STATISTICS 
In order to design the detector’s electronics front-end we 
have to understand the light pattern generated by scintillation 
events. We have simulated an experimental setup using 
GAMOS which is a framework based on Geant4 that relays on 
Monte Carlo methods to study the interaction of particles with 
matter [25].  
The results obtained were processed with ROOT [26]. The 
simulation setup consists of four physical entities: the world, 
the scintillator crystal, the optical coupling and the d-SiPM 
(Fig. 2). The world is a cubic box full of air that contains the 
other entities. The scintillator crystal is a 3×3×2mm BGO 
slab. The emission spectra have a peak at 480nm with a lower 
wavelength cutoff of 320nm [27]. 
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Fig. 2 Simulation setup: BGO crystal in blue, optical grease in red, sensor in 
yellow and SPADs are white below the optical grease 
The index of refraction is around 2.15 [28]. The primary decay 
time is 300ns.  
The light yield is about 8200 photons/MeV and the energy 
resolution is 10.8% FWHM [29]. Also, the look-up tables 
obtained in [30] were used to set the surface finish of the front 
and lateral faces to “groundteflonair”, which is a rough-cut 
surface with teflon. The surface finish of the back face is 
polished.  
Silicone, used as optical grease with a refractive index of 
1.465, was employed for optical coupling between the back 
face of the crystal and the sensor. The thickness was set to 
50μm as in [31]. The d-SiPM is modeled by a 3×3×0.5mm 
silicon slab with refractive index around 4.4 [28]. It is 
composed by 92×92 pixels of 32×32μm2. Each pixel has a 
DCR of 27kHz ± 3kHz. The pixel electronics is thoroughly 
described in the next section. 
The crystal is irradiated with a punctual gamma source of 
511keV at the center of its frontal face and the angle of 
incidence, θ is 0º, 15º and 30º with respect to Z-axis. 
The crystal is divided in eight sections along Z-axis to study 
the light profiles as a function of DOI. When a γ-photon is 
absorbed within a section, a histogram is filled by the 
generated optical photons that are detected by the sensor. 
Finally, the deposited energy and the number of optical 
photons detected of all events from each section were 
normalized by the number of gamma photons absorbed by that 
section. 
Fig. 3 shows the optical photon distribution over the 
sensor’s surface when the γ-rays are absorbed within 0-
0.25mm (a) and 0.25-0.5mm (b) from the sensor. The 
integration time used in simulations is 1200ns or four BGO’s 
time constants. The incident angle is of 30º. The spreading of 
this collected data is also larger for smaller DOIs. Internal 
reflections between the crystal and the optical grease are 
responsible for the shape of the distribution. Thus, only a 
small part of the sensor is illuminated. Moreover, the plateau 
of the distribution is created by photons that are detected after 
suffering some reflections inside the crystal. As will be shown 
later, if our interest is to extract information from the light 
pattern, the amount of reflected photons should be reduced 
(see Fig. 5). 
 
                        a)             b) 
Fig. 3: Optical photon distribution over the sensor: (a) 0-0.25mm and (b) 0.25-
0.5mm depth of absorption of the gamma photons within the scintillator 
crystal. Each pixel has a DCR of 27kHz ± 3kHz. 
To minimize the number of reflected photons there are two 
basic alternatives: i) absorbing surface finish, like ground 
surface and/or black paint [32]; ii) small aspect ratio, i.e., thin 
crystals to avoid lateral reflections [33]. The maximum 
intensity is higher and the spreading is lower when γ-photons 
are absorbed near the sensor and vice versa (see Fig. 3). Thus, 
the peak and the spreading of the light distribution impinging 
the sensor’s surface keep information about the point where 
the scintillation occurred [34]. 
Moreover, the displacement of the distribution along X-axis 
was expected since it follows the gamma photons’ trajectory 
in the crystal. A low number of counts was expected since the 
scintillation yield of BGO is quite low and the PDE of the 
sensor has been set to about 5%. Nevertheless, this limitation 
could be overcome using a scintillator like LSO/LYSO to 
improve the scintillation yield. 
Different approaches have been proposed to extract DOI 
information from a monolithic crystal by using neural 
networks [18], [19]. Despite the good results reported, the 
need of intensive calibration makes them difficult to 
implement in a real system. Pulse shape discrimination 
methods have been used with combination of crystal layers 
with different decay time to provide discrete DOI information 
with 5mm resolution defined by the thickness of different 
crystal layers [35]. However, the manufacturing of many 
designs turned out to be complex and relatively expensive 
[36].  
Many of the DOI decoding methods rely on the correlation 
between the place in which the γ-ray is absorbed and the width 
of the light distribution on the photo-sensor and/ or make use 
of a model of the light transport in the crystal [37].  
Our approach is based on simple algorithms to compute the 
DOI at sensor level based on the standard deviation of the 
Point Spread Function (PSF) [38]. It is used for image 
reconstruction [39]. Delivering this information as earlier as 
possible, the time needed to obtain a PET image could be 
reduced [3]. Therefore, we calculate the center of mass of the 
distribution to determine the coordinates X and Y. Z 
coordinate, i.e. DOI, could be calculated using the standard 
deviation of a Gaussian fit over the X and Y projections [40]. 
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Fig. 4 Bottom left: Optical photon distribution per gamma photon over the 
sensor. Bottom right: Y projection and Gaussian fit. Upper left: X projection 
and Gaussian fit. Upper right: cross section along XZ plane. Each pixel has a 
DCR of 27kHz ± 3kHz. 
The distribution of the cumulative optical photons detected by 
the sensor is presented in Figs. 4, 5. The γ-photon is absorbed 
close to the sensor. The simulation of the most common setup, 
i.e. ground crystal finish and reflective coating such as teflon 
is presented in Fig. 4. In this scenario a simple Gaussian fit is 
not able to match the peak of the X projection, due to the 
presence of reflected photons which gives rise to an uneven 
offset. The improvement of the fitting function involves an 
increase of the convergence time or more computational 
resources at sensor level. Therefore, an effective way to 
circumvent this issue is to change the surface finish to an 
absorbing surface to reduce reflections at the frontal and 
lateral faces (Fig. 5 – upper-right). The optical photon 
distribution over the sensor when perfectly absorbing crystal 
surfaces are simulated is shown in Fig. 5 – bottom-left. Thus 
the ratio of the absorbed photons to the reflected ones 
increases. Consequently the X and Y projections are easier to 
fit leading to a smaller convergence time. Although the 
number of detected photons is reduced in this setup, the ratio 
of the peak to the offset is constant. This is because the 
number of photons that cross the crystal without suffering 
reflection or absorption is kept constant. The Gaussian fitting 
of the X and Y projections have a steeper shape with a smaller 
standard deviation (Fig. 5 – upper-left and bottom-right). 
The computed X coordinate as a function of DOI is shown 
in Fig. 6. The dots represent the center of mass of the 
distribution in each section, while the solid line represents the 
gamma trajectory inside the crystal. Data taken from 0º, 15º 
and 30º irradiation angle is plotted in red, black and blue, 
respectively. Note that the difference between the trajectories 
and the dots can be explained by the large number of detected 
optical photons that suffer reflections inside the crystal and 
contribute to an uneven component in the distribution. 
 
Fig 5 Bottom left: Optical photon distribution per gamma photon over the 
sensor. Bottom right: Y projection and Gaussian fit. Upper left: X projection 
and Gaussian fit. Upper-right: cross section along XZ plane. Each pixel has a 
DCR of 27kHz ± 3kHz. 
 
Fig 6 X coordinate as a function of DOI. Green data was taken with a 
perfectly absorbing crystal surfaces to reduce reflected photons. 
This component displaces the peak of the Gaussian fit away 
from the peak of the X projection. As mentioned before, a 
perfectly absorbing surface finished has been used to correct 
this behavior and improve the linearity of X coordinate as a 
function of DOI by reducing the reflections. Data taken from 
15º irradiation angle and absorbing crystal surface is plotted in 
green. In this case the Gaussian fit is able to predict more 
accurately the trajectory of the γ-ray inside the crystal. 
In order to obtain the dependence of the DOI on the 
spreading of the light spot distribution, a Gaussian fit is done 
over the X and Y projection. The standard deviation of these 
fits can be used to estimate the DOI since: 
ߪ௫௬ ൌ ඥߪ௫ଶ ൅ ߪ௬ଶ                                  (1) 
Differences in DOI are proportional to the square of the 
differences in the spreading of the light-spot [40]: 
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Fig 7 Standard deviation of X and Y projection as a function of DOI; Green 
data was taken with a perfectly absorbing crystal surfaces to reduce reflected 
photons. 
ܦܱܫ ∝ ሺߪ௫௬ െ ߪ୶୷,଴ሻଶ                              (2) 
where ߪ௫௬ is the standard deviation of the Gaussian fit and 
ߪ୶୷,଴ is a variable to be fitted. By reordering the eq. (2), we are 
able to fit the standard deviation as a function of DOI across 
the whole crystal: 
ߪ௫௬ ൌ ߚ√ܦܱܫ ൅ ߪ௫௬,଴                                (3) 
The standard deviation of X and Y projection as a function 
of DOI is presented in Fig. 7. Data taken from 0º, 15º and 30º 
irradiation angles is plotted in red, black and blue, 
respectively. As expected, the standard deviations of these 
projections do not depend on the incident angle. As discussed 
previously, internal reflections degrade the profile to be fitted 
(see Fig. 4 – bottom-left). It can be noticed also in Fig. 7, 
where the data of “groundteflonair” surface have a bigger 
standard deviation than data with absorbing surface due to the 
uneven offset. Data taken with perfectly absorbing surface and 
15º irradiation angle is plotted in green. 
The simulations shows that by mitigating internal 
reflections, an improvement in the monotonicity of standard 
deviation as a function of the DOI is obtained (Fig. 6 – green 
plot) and is possible to fit the data with eq. (3). Although the 
fit matches the data, it is only valid when the light pattern is 
not affected by borders effects. Those cases where the gamma 
is absorbed near the crystal edge are not contemplated in this 
work. 
Rearranging eq. (3) with the fitting variables, DOI is written 
as: 
ܦܱܫ ൌ ቀଷ.ଷଽିఙೣ೤ଶ.ସ଺ ቁ
ଶ
                                  (4) 
where ߪ௫௬,଴ ൌ 3.39 and ߚ ൌ 2.46. 
Let us consider that ∆ߪ௫௬, ∆ߪ௫௬,଴ and ∆ߚ are the resolution 
of ߪ௫௬, ߪ௫௬,଴ and ߚ, respectively. Thus the error of DOI is 
computed as: 
ߝ஽ைூ ൌ ඨ൬ฬడ஽ைூడఙೣ೤ฬ ∆ߪ௫௬൰
ଶ
൅ ൬ฬ డ஽ைூడఙೣ೤,బฬ ∆ߪ௫௬,଴൰
ଶ
൅ ቀቚడ஽ைூడఉ ቚ ∆ߚቁ
ଶ
    (5)    
Evaluating eq. (5) for each point, the error is found to be in the 
range of [0.13, 0.75] mm. In order to compare this result with 
others obtained with bigger crystal geometries [37], the crystal 
size should be scaled up to 30×30×20 mm. Thus, assuming the 
error could be extrapolated in a linear way, it should be in the 
range of [1.3, 7.5] mm. 
III. DESIGN OF THE DIGITAL-SIPM 
Based on the simulation results presented in the previous 
section, a prototype of the mini d-SiPM has been fabricated in 
UMC 0.18µm standard CMOS technology.  
It is able to build the X and Y projection of the detected 
photons in a certain time gate. This is achieved by counting 
per column and per row pulses, in order to generate the 
horizontal and vertical projections of the shape of the light 
spot. As shown in the previous section, the standard deviations 
of these projections are used to compute the DOI.  
Moreover the proposed sensor is able to perform ToF 
measurements by using an off-chip Time-to-Digital Converter 
(TDC). An extended explanation on the use of the ToF to limit 
the position ambiguity along the LOR is provided in the next 
section.  
The microphotograph of the array is depicted in Fig 8b. The 
size of the sensor including the array of 8×8 SPADs, 
peripherals and pads is about 1100 1100 µm2. The array 
itself occupies only 256×256μm2. Notice that the area 
overhead does not scale linearly with the size of the sensor 
array.  
The block diagram of the proposed d-SiPM is depicted in 
Fig. 9. The histogram of the X and Y projection are built by 
photon counting as follows: all the pixels along each column 
and each row of the array are combined through a pull-up line 
which feeds a 12b counter. The number of columns and rows 
are the number of bins of the X and Y projection respectively.  
When a photon triggers an avalanche in any of the SPADs, 
a pulse is generated that enables transistors Nୖ and Nେ of the 
corresponding pixel. These transistors pull down voltages Vୖ 
and Vେ of the corresponding row and column, respectively. 
 
a) Layout of the pixel detector           b) Microphotograph of the SPAD array 
Fig. 8 Mini d-SiPM containing 8×8 SPADs 
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Fig. 9 Block diagram of mini d-SiPM 
 
For each falling edge of these signals, the corresponding row 
and column counters increment their values. The drawback of 
this scheme is the masking of the events that occurs in the 
same time or during the dead time (DT) of a previous event. 
However the overlapping is reduced by employing a small 
dead time, TDEAD. However, this is not a concern in this design 
as long as a single SPAD detects less than 3.4 optical photons 
per gamma photon. 
Moreover, events detected by pixel P(i, j) are counted both 
by the ith row counter and jth column counter. The column- and 
row-wise histograms accumulated in a certain integration time 
represent the X and Y projections of the intensity of the light 
spot referred by the previous section. Note that the integration 
time is chosen such that saturation is avoided. For that, an 
overflow signal, OVF, is employed. 
The key of the design of the proposed d-SiPM is the 
combination of a number of SPADs through a pulled-up line. 
Let us consider the first row with N SPADs and the output 
voltage ோܸଵ. The design of the other rows and columns is 
similar.  
While no event occurs, ோܸଵ equals VDD. When at least one 
SPAD from the line fires, the output node is pulled down by 
the transistor NR as follows: 
ோܸଵ↓ ൌ ௏஽஽ோಿା௡ோು ቀܴே ൅ ܴ݊௉݁
ି೟ഀቁ, ߙ ൌ ோಿோುோಿା௡ோು ܥோଵ       (6) 
ܴ௉ ൌ ଵఉ೛ሺ௏஽஽ି௏೅೓ುೃభሻ, ܴே ൌ
ଵ
ఉಿቀ௏஽஽ି௏೅೓ಿೃቁ
, ܴே ൏ ܴ௉ 
ܥோଵ ൌ ܥ௪௜௥௘ ൅ ܥ஽௉ೃభ ൅ ܯܥ஽ேೃ 
where ܴே, ܴ௉ and ܥ஽௉ೃభ, ܥ஽ேೃ are the approximated 
resistances and lumped drain capacitances of the transistors 
NR and PR1 respectively. Note that n is the number of the 
SPADs that trigger in the same time. 
 When no event occurs then the output has to be set to VDD 
as follows: 
 ோܸଵ↑ ൌ ܸܦܦ ቀ1 െ ௡ோುோಿା௡ோು ݁
ି೟ഀቁ, ߙ ൌ ܴ௉ܥோଵ           (7) 
In order to estimate the fall and rise time, one can consider 
the first order approximation of the exponential function. Thus 
the maximum total count rate at the output ோܸଵ is: 
  ܶܥܴ௠௔௫ௌ௜௉ெ ൌ ଵ்ವಶಲವା௧೑ା௧ೝ, ݐ௙ ൌ
ோಿோು
ோಿା௡ோು ܥோଵ, ݐ௥ ൌ ܴ௉ܥோଵ     (8) 
Each pixel of the array can be individually connected to the 
off-chip TDC by a multiplexing scheme. For the sake of 
simplicity it is not shown in Fig. 9. However, it involves at 
pixel-level only a transmission gate (Fig. 10 – signal SEL). A 
better design strategy for larger arrays is to connect each d-
SiPM with a TDC. The optimal number of SPADs sharing the 
same TDC through an OR combination scheme has to take 
into account the bandwidth of the pull-up line and the 
maximum count rate which ensures a small percentage of 
pulse overlapping.   
IV. DESIGN OF THE PIXEL FOR DIGITAL-SIPM 
When it comes to build a d-SiPM, the design of the pixel is 
challenging from the point of view of DCR, PDE, output pulse 
width, dynamic range, time resolution and SNR. These 
parameters are involved in the performance of the prosed d-
SiPM for photon counting and ToF. 
The pixel incorporates the SPAD and the Active 
Quenching-Recharge (AQR) circuit. This scheme has been 
chosen instead of a passive approach for pulse compression. It 
allows us to connect more SPADs through an OR combination 
scheme. The quenching path is marked by the dotted line (see 
Fig. 10) and is made by connecting the anode of the SPAD to 
VDD through M3. As the dashed line shows, the anode A 
should be pulled down to ground to restore the detector. The 
time constant of the monostable gives the detector’s dead-
time. The layout of the pixel’s building blocks is depicted in 
Fig. 8a. 
A. Noise and PDE 
The avalanche currents ignited by a different cause than 
photon detection are considered to be the noise of SPAD 
detectors. The uncorrelated and correlated spurious pulses are 
referred as DCR and After-Pulsing (AP) respectively.  
The magnitude of DCR is strongly dependent on the 
temperature, Excess Voltage (VE) and detector area. The AP 
events depend on the material quality, temperature, excess 
voltage VE, life-time of the traps and the magnitude and 
duration of the avalanche current [41].  
In the following, we analyze the methods used to measure 
the DCR: 
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i) An intuitive way to measure the DCR is to count the 
noise pulses along a given time interval.  
ii) Another option is to infer the DCR from the histogram of 
the time intervals measured between consecutive pulses. 
Assuming that MTI is the total number of the measured 
inter-avalanche time intervals,  the probability ௜ܲ of one dark-
count event to occur within ∆ݐ௜ is given by the Poisson’s 
distribution law [42]: 
 
௜ܲ ൌ 1 െ ݁ି஽஼ோ∙∆௧೔                                  (9)  
           
The inter-avalanche time bin ∆ݐ௜ is often called channel i. The 
number of counts ௜ܰ registered in the i-th channel is the 
number of time-intervals that fall in this channel and while 
there is none in any earlier channels: 
 
௜ܰ ൌ ܯ்ூ ∙ ௜ܲ ∙ ∏ ሺ1 െ ௝ܲሻ௜ିଵ௝ୀଵ                         (10)   
 
Applying (9) to (10) becomes: 
 
          	 ௜ܰ ൌ ଵܰ ∙ ݁ି஽஼ோ∙∑ ∆௧ೕ೔షభభ                               (11) 
 
One can assume that all the channels are equal, ∆ݐ ൌ ∆ݐ௝,
∀݆ ൌ 1. . ௖ܰ௛തതതതതതതതത. Consequently the number of counts in the first 
channel is ଵܰ ൌ ܯ்ூ, ௜ܲ ൌ ܯ்ூ ଵܲ and then eq. (11) can be 
written as: 
 
   DCR ൌ ୪୬ேభି୪୬ே೔ሺ௜ିଵሻ∆௧                                       (12) 
 
According to (12) the DCR is the slope linear fit of the 
histogram in logarithmic scale.  
 iii) DCR can be also measured from the timing histogram 
(Fig. 18). Say that it has ܰ bins of ௕ܶ௜௡ width. The DCR is 
written as: 
ܦܥܴ ൌ ேேವ಴ೃ்಺ಿ೅                                       (13) 
where ஽ܰ஼ோ is the noise floor. 
 
Fig 10 Pixel schematic 
Considering that the laser period ௦ܶ௬௡௖ is ܰ ௕ܶ௜௡ and the 
integration time ூܶே் is ܯ ௦ܶ௬௡௖ then eq. (13) is written as: 
ܦܥܴ ൌ ேವ಴ೃெ்್೔೙                                      (14) 
 The DCR of an individual line of d-SiPM composed by N-
SPADs is computed as:  
ܦܥܴௗௌ௜௉ெ ൌ ∑ ܦܥܴ௜ே௜ୀଵ                              (15)  
where ܦܥܴ௜ is the DCR of the i-th building SPAD.   
The same method is used to measure the AP. Because of it, 
the histogram of counts vs. the inter-avalanche time will 
exhibit a multi-exponential behavior below 1µs. For a specific 
஽ܶா஺஽, the AP probability is found by taking the inter-
avalanche time histogram, fitting an exponential to the dark-
count noise and then finding the fraction of events below the 
experimental curve and above the fit curve and dividing it by 
the total number of events [43]. Thanks to the fast AQR 
circuit, the delay between the edge of the avalanche current 
and the edge of the output pulse is about 100ps. Thus the 
detector employed to build the proposed d-SiPM features a 
negligible AP even if the DT is lowered down to few 
nanoseconds [44]. 
In order to make a fair comparison, DCR has to be reported 
for the maximum value of the PDE. It depends on the quantum 
efficiency, the avalanche generation probability and the fill 
factor of the SPAD detector. 
The PDE of the proposed d-SiPM is the ratio of the total 
detected photons to the incident photons on the total area of 
the building N-SPADs.  
Considering the small fill factor, we expect to have a small 
influence of the cross-talk between adjacent pixels on the 
accuracy of DOI estimation. Detailed characterization will be 
the object of further research. 
B. Pulse width and dynamic range 
The proposed d-SiPM is based on OR pulse combination. 
Therefore in order to maximize the overall count rate, the 
width of each SPAD output pulse becomes critical. Unless 
additional monostables are used, the pulse width i.e. ஽ܶா஺஽ is 
limited by the AP requirements. Considering a negligible AP 
of the SPADs as mentioned in the previous section, the DR of 
the d-SiPM is computed taking into account eqs. (8) and (15): 
 ܦܴௗௌ௜௉ெ ൌ 20logଵ଴ ൫்஼ோ೘ೌೣ
ೄ೔ುಾି஽஼ோ೏ೄ೔ುಾ൯்಺ಿ೅
ඥ஽஼ோ೏ೄ೔ುಾ்಺ಿ೅           (16) 
where ூܶே் is the integration time [45]. 
C. Time resolution and SNR 
In PET the accuracy on the position of the radiation source 
is directly related to the coincidence time resolution, ௕ܶ௜௡,௖ as: 
ܺbin,	c ൌ ௖ଶ bܶin,	c								                             (17) 
where ܺbin,	c is the spatial resolution of the positioning of the 
annihilation and ܿ is the speed of light.  
 
 
 
 
 
 
8
The quality of the PET imaging is given by the scanner’s 
SNR and is limited by the background noise. By incorporating 
ToF capability, the SNR gain in the image-reconstruction 
algorithm equals to the square root of the ratio of the scanned 
body diameter, ܦ௕௢ௗ௬ to the spatial resolution as [46]: 
SNRPET/ToF
SNRPET/non-ToF
ൎ ටଶ஽body௖்bin                                (18) 
For instance if ܦbody and bܶin are 40cm and 212ps, 
respectively, then SNR gain is 3.5. A better ܴܵܰ௉ா்/்௢ி 
enhances the contrast of PET images and reduces the number 
of random coincidences [17]. During the reconstruction phase 
for a non-ToF scanner, the annihilation point can be, in 
principle, located anywhere along the LOR with the same 
probability. In the case of PET/ToF scanner, this uncertainty 
narrows down to the spatial resolution given by the accuracy 
of the coincidence ToF (cToF) measurement. 
The reconstruction algorithm searches for possible LORs by 
seeking the ToF differences that fit into a given time gate as 
follows: 
ܶ݋ܨ௜,ଶ െ ܶ݋ܨ௜,ଵ ൌ ܶ݋ܨௗ௜௙,௜ ൏ ∆ܶ                      (19) 
where ∆ܶ and ܶ݋ܨௗ௜௙,௜ are the time window and the difference 
of the time stamps associated to a true coincidence, 
respectively. 
ܶ݋ܨ௜,ଵ and ܶ݋ܨ௜,ଶ are the ToF of the pair of γ-rays that travel 
from the annihilation spot to the detectors located at the 
positions (xi,1, yi,1) and (xi,2, yi,2) respectively. They cannot be 
individually measured because it is impossible to know when 
the annihilation takes place. However the position of the 
annihilation source Ai along LORi can be computed knowing 
the ToF difference, ܶ݋ܨௗ௜௙,௜ and the distance between two 
opposite detections (see Fig. 1, 11):  
݀௜,ଵ ൌ ௗ೔ି௖∙்௢ி೏೔೑,೔ଶ , ݀௜,ଶ ൌ
ௗ೔ା௖∙்௢ி೏೔೑,೔
ଶ , ݀௜ ൌ 2ܴ sin
ߙ௜ 2ൗ  (20)                  
where ݀௜, ߙ௜, ܴ and ܿ are the length of LOR that crosses the 
detectors (xi,1, yi,1) and (xi,2, yi,2), the central angle, scanner 
radius and the speed of light, respectively. 
 According to eq. (20), the accuracy of the positioning along 
the LOR depends on the accuracy of each PET detector, i.e. 
the proposed d-SiPM.  
As mentioned in the previous section, the ToF measurement 
can be performed by any pixel of the array. Therefore it is 
important to evaluate the timing histogram of an individual 
pixel. Let us suppose that the timing histogram has N channels 
of ௕ܶ௜௡ width. The magnitude of each bin is the detected 
number of photons in that channel. 
 
Fig. 11 Computation of the annihilation position from ܶ݋ܨௗ௜௙,௜ 
The laser period and the integration time are ௦ܶ௬௡௖ and ூܶே் 
respectively. The photon rate ߶௣௛ is the ratio of the number of 
photons per laser pulse, ௣ܰ௛ to ௦ܶ௬௡௖. The timing histogram 
has a Gaussian shape (Fig. 18): 
݂ሺ݊ሻ ൌ ௉஽ா∙ே೛೓ெఙ√ଶగ ௕ܶ௜௡݁
ି൫೙೅್೔೙షഋ൯
మ
మ഑మ                      (21) 
where ܯ is the ratio of ூܶே் to ௦ܶ௬௡௖. 
The timing jitter and the maximum value are given by the 
FWHM and the peak of the Gaussian fit respectively: 
ܨܹܪܯ ൌ √8݈݊2ߪ,	݇ ൌ ටସ௟௡ଶగ , ݂ሺߤሻ ൌ
୩௉஽ாே೛೓ெ
ிௐுெ ௕ܶ௜௡   (22) 
The SNR of a SPAD detector is written as the ratio of the peak 
of the timing curve to the standard deviation of the noise level 
in the timing histogram (see eq. (14)): 
ܴܵܰ௣௜௫௘௟ ൌ ୩௉஽ாே೛೓ெ்್೔೙ிௐுெඥ஽஼ோೄುಲವெ்್೔೙                     (23) 
According to eq. (23) the SNR improves for a larger PDE, 
number of photons per pulse and integration time or smaller 
DCR and jitter. 
V. EXPERIMENTAL RESULTS 
A mini d-SiPM has been fabricated as a proof of concept 
built by 8×8 SPADs.  
The electrical and optical characterizations are performed. 
Moreover the extrapolation to a larger d-SiPM built of 92×92 
SPADs in order to match the crystal dimensions is discussed. 
This particular size has been used for simulations in the 
second section. For the optical characterization we used a low-
jitter pulsed-laser of 447nm. It has been chosen to be close to 
the spectrum of the BGO crystal output. 
The capability to build statistics of the light spot is proved 
as well by measurements.    
A. Characterization of the SPAD array 
The output pulse width of each pixel is the ஽ܶா஺஽ of the 
SPAD detector. Therefore it has to be minimized to increase 
the maximum count rate of the d-SiPM. The amount of AP 
plays an important role in this sense. Thanks to the AQR 
employed [44], the AP is proved to be negligible even if the 
dead-time is narrowed down to 5ns.    
The inter-avalanche time histogram collected for the pixel 
P(1,1) of the array is depicted in Fig. 12. This measurement 
has been conducted at room temperature, with an excess 
voltage of 0.9V. Applying eq. (12) or (14) the DCR is of 
15kHz. Note that the exponential decay begins at 85ns due to 
the instrument dead-time. Moreover, Fig. 12 proves that no 
multi-exponential behavior occurs up to 2µs. This means that 
the detector is free of AP. It has been also confirmed by 
measurements performed at 0°C where AP is more visible. It 
is due to the traps life-time which is proportional to	݁ாೌ/௞ಳ், 
where kB is Boltzman’s constant and Ea is the activation 
energy. The lack of AP, besides setting an appropriate DT, can 
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be found in the fast quenching mechanism that limits the 
current peak and duration [41].  
DCR does not depend on the ஽ܶா஺஽ (see Fig. 13). 
Experimental results confirm the expectations for three 
different excess voltages.     
The break-down voltage VBD inferred from the I-V 
characteristic is about 10.3V at room temperature. The 
dependence of the DCR on the VE has been measured for each 
individual pixel of the mini d-SiPM. The results are depicted 
in Fig. 14. Notice that few pixels are noisier than the rest of 
the array. Such behavior is due to defects which are 
unavoidable especially in technologies that are poorly suited 
for SPAD detectors. These noisy pixels could be disabled by 
incorporating a 1b memory next to each SPAD [47], [48].  
Therefore, ignoring the noisy pixels, a row/ column of the 
larger d-SiPM would have a ܦܥܴௌ௜௉ெ of 2.48MHz. As 
mentioned before, this amount of DCR represents the noise of 
92 pixels combined through an OR operation.  
The dark counts are also measured directly at the outputs of 
the mini d-SiPM (see Fig. 9 – VR1-N and VC1-M). They are 
accumulated by the row and column counters. The integration 
time is set such that the total number of counts triggered both 
by noise and light do not overflow any counter.  
It is found by using the OVF signal. Figure 15 shows the 
measured dark counts by each pixel (bottom-left), X 
projection (upper-left) and Y projection (bottom-right).     
The sensitivity of an individual pixel is depicted in Fig. 16. 
It has been measured at 447nm wavelength. The VE is set to 
0.95V. The dynamic range of the pixel (DRSPAD) is computed 
knowing the maximum count rate and the DCR. 
Thus DRSPAD is of 114dB, 107dB and 101dB for TDEAD of 
5ns, 20ns and 30ns respectively. In order to compute the 
dynamic range of the large d-SiPM, we have to consider 92 
pixels combined through a PMOS pull up transistor. This 
increases the rise time at the d-SiPM output. Keeping a 
conservative figure, the maximum count rate of the d-SiPM is 
100MHz. According to eq. (16), ܦܴௗௌ௜௉ெ is of 96dB. Note 
that the maximum bandwidth of the d-SiPM is shared. 
Therefore each pixel requires only a dynamic range of 73dB. 
 
Fig. 12 DCR of P(1,1) at 0.9V VE and 5ns TDEAD 
 
Fig. 13 DCR vs. DT for different excess voltages 
 
Fig. 14 DCR dependence on the SPAD VE 
 
Fig. 15 Noise of the mini d-SiPM 
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Fig. 16 Sensitivity measurement of P(1,1) 
 
Fig. 17 PDE of the array vs. λ at room temperature      
Fig. 17 shows the dependence of the PDE on the 
wavelength λ for each cell of the array. The values obtained 
for the PDE are expected for this technology [49]. 
The measurements have been performed with a continuous 
illumination source set to an irradiance of nW/mm2 range, 
which is consistent with the conditions for single photon 
detection operation.  
Any pixel can be connected to an external TDC. Therefore 
the uniformity of the time resolution of the array has to be 
evaluated. Each pixel has to be measured in the same bias and 
illumination conditions. The timing measurements have been 
performed off-chip using a PicoHarp 300 [50]. The ToF 
histogram of pixel P(1,1) is depicted in Fig. 18. The FWHM 
of the complete array for 0.56V and 0.95 excess voltages is 
presented in Fig. 19. The average optical power of the pulsed 
laser is 14nW. It means an equivalent irradiance of 
3.4nW/mm2. The experiment has been conducted at room 
temperature and the laser repetition rate set to 10MHz in order 
to avoid pile-up effects even for the noisier pixels. The ratio 
between the SPAD output and the synchronization signal has 
to be lower than 5%. The average time resolution of the array 
for 0.95V overvoltage is of 212ps. It has been obtained by 
computing the square root of the difference between the 
square of the FWHM of the experimental curve and the square 
of the laser jitter. According to eq. (23) the SNR is defined as 
the ratio of ܵ௉ா஺௄ to the standard deviation of ஽ܰ஼ோ. Thus 
ܴܵܰ௣௜௫௘௟ is of 81dB.  
The experimental results confirm the expected better time 
resolution for higher excess voltages that reduce the jitter. 
According to Fig. 19, the device should be biased at 0.95V 
excess voltage also because the PDE vs. DCR is the best. 
Fig. 20 shows the dependence of the time resolution of pixel 
P(1,1) on VE.  
B. Focal-plane statistics of the light spot   
In this scenario the mini d-SiPM is exposed to a laser beam 
as shown in Fig. 21 – upper-right side.  
The measurements have been conducted at room temperature 
with and excess voltage of 0.95V. The DT is set to 30ns. The 
wavelength of 447nm has been chosen to be close to the 
spectrum of the BGO scintillator output. The average 
illumination power of the laser spot is 24nW which means an 
irradiation of 5.82nW/mm2. 
This value is in the range of nW/mm2 which is compliant 
with single photon detection. The integration time of 15ms has 
been calibrated such that no counter overflows.  
At the end of the observation window, the row/column 
counters store the X and Y projection of the light spot. The 
standard deviation of the light-spot is used to compute the 
DOI.  
 
Fig. 18 Time intervals histogram of P(1,1) at VE of 0.95V. FWHM is about 
232ps 
 
Fig. 19 Time resolution uniformity across the array 
10
6
10
7
10
8
10
910
4
10
5
10
6
10
7
10
8
Photon rate [Hz]
Co
un
t r
at
e 
[H
z]
 
 
TDEAD=5ns
TDEAD=20ns
TDEAD=30ns
88MHz
37MHz
19MHz
400 500 600 700 800
0
1
2
3
4
5
6
7
8

PD
E 
[%
]
Ve = 0.9V
10 15 20 25 30
10
1
10
2
10
3
10
4
10
5
Time [ns]
Co
un
ts
 
 
Measurement
Gaussian fit
NDCR
FWHM
SPEAK
0 10 20 30 40 50 60
200
400
600
800
1000
1200
1400
Pixel number
FW
H
M
 [p
s]
 
 
Ve=560mV
Ve=950mV
 
 
 
 
 
 
11
 
Fig 20 ToF dependence on VE 
The effectiveness of the focal-plane statistics of the light-
spot is shown by Fig. 21 as follows: the number of counts 
accumulated by each pixel after the dark counts have been 
subtracted (bottom-left); the X and Y projection and the 
Gaussian fit (upper-left and bottom-right respectively). 
VI. CONCLUSION 
The quality of the PET images is affected by the parallax 
error and uncertainty along the LOR defined by a true 
coincidence. These limitations are overcome by estimating the 
DOI and the coincidence ToF respectively. This paper 
explores the computation of DOI based on the standard 
deviation of the scintillation light distribution. It is used to 
infer the actual position of the LOR. Moreover the peak of the 
X and Y projections built on-chip are used to determine the 
center of mass position of the light-spot.   
 
 
Fig. 21 Bottom-left: Optical photon distribution over the mini d-SiPM. 
Bottom-right: Y projection and Gaussian fit. Upper-left: X projection and 
Gaussian fit. Upper-right: experimental setup 
In order to have a better insight of the light pattern 
generated by the scintillator crystal, simulations are performed 
using GAMOS. A d-SiPM for focal plane statistics of the light 
spot and ToF measurements was designed.  
A proof of concept of the proposed d-SiPM has been 
fabricated and characterized. The scalability of the mini d-
SiPM was discussed as well. Parameters as DCR, PDE, time 
resolution and SNR play an important role in the design of the 
d-SiPM. Above all, the DR and SPAD pulse width are the 
most challenging by limiting the number of detectors which 
can be coupled through OR pulse combination. Measurement 
results of the mini d-SiPM validate the proposed method and 
d-SiPM to compute the DOI.    
As future work, the target is to build larger d-SiPMs along 
with an on-chip TDC. We are planning to measure the DOI 
resolution in a PET setup of two detectors and a γ-radiation 
source. 
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